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E V A L U A T I O N
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Institution: Nesiller Genetik Tani Merkezi Kit Mailed: 11/27/2023

Attention: c/o Laboratory Director Original Evaluation: 03/01/2024

City/State: Istanbul, TU Next Mailing Date: 05/28/2024

Kit #: 01

NGSST−B 2023: Next−Generation Sequencing (NGS) Solid Tumor

Evaluation Summary

Testing totals
Sensitivity and Specificity (%)

Measure
Evaluation Criteria

† Your
Result

Your
Grade

Overall
Evaluation

No. of true positives (TP)

No. of false negatives (FN)

No. of true negatives (TN)

No. of false positives (FP)

Total no. of positions tested

11

2

293

0

306

Sensitivity
≥ 80

Specificity
≥ 95

84.6 Good

100.0 Good

Good

(No. of Good grades)

(2 of 2)

† Sensitivity = TP/(TP+FN) x 100; Specificity = TN/(TN+FP) x 100

Variant Summary Your Platform: ILLUMINA NextSeq 550

Specimen
Gene

Variant
Intended

Response
Your

Response
Your Response
Classification

NGSST−04
EGFR Detected Detected True positive c.2236_2250del15 

p.E746_A750delELREA

IDH2 Detected Detected True positive c.515G>T p.R172M

KRAS Detected Detected True positive c.38_39delGCinsAA p.G13E

MET Detected Not detected False negative c.3082G>T p.D1028Y

MYOD1 Detected Not detected False negative c.365T>G p.L122R

NGSST−05
BRAF Detected Detected True positive c.1799T>A p.V600E

KIT Detected Detected True positive c.2466T>A p.N822K

POLE Detected Detected True positive c.857C>G p.P286R

TP53 Detected Detected True positive c.861_874delGAATCTCCGCAAGA 
p.N288fs

NGSST−06
ERBB2 Detected Detected True positive c.2326_2327insTGT 

p.G776delinsVC

NRAS Detected Detected True positive c.34_36delGGTinsTGG p.G12W

PDGFRA Detected Detected True positive c.1698_1712delCCCAGATGGACATGA 
p.S566_E571delinsR

PIK3CA Detected Detected True positive c.3140A>G p.H1047R

Page 1 of 1

Note: This evaluation includes results for the following genes that were tested by your laboratory:
ALK, BRAF, EGFR, ERBB2, FGFR1, FGFR3, IDH1, IDH2, KIT, KRAS, MET, MYOD1, NRAS, 
PDGFRA, PIK3CA, POLE, TP53.


